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recommended the same criteria of HbA1c for the 
diagnosis of diabetes. 
International Federation of Clinical Chemistry (IFCC) 
developed a reference method in 2002 that 
specifically measures the concentration of only one 
molecular species of glycated hemoglobin: the 
HbA1c. This method was calibrated by primary 
reference material formulated by mixing pure HbA1c 
and pure HbA0. It is isolated, quantified by capillary 
isoelectric focusing, and electrospray ionization 

3 
mass spectrometry. Later IFCC attempted to 
contribute to the standardization by establishing a 

4 
working group. IFCC recommends two methods as 
the reference method, namely HPLC /electrospray 
mass spectrometry (HPLC-ESI/MS) and capillary 

5  electrophoresis. The IFCC  has also instructed to 
ensure the traceability of the calibrators and controls 

  
to the reference material of higher purity. Desirable 
performance criteria is < 3%.
Several methods are available for the measurement 
of HBA1c. Clinical laboratories use highly precise 
commercial methods that are based on several 
different methodologies, i.e., ion-exchange high-
performance liquid chromatography (HPLC), 
boronate affinity HPLC, capillary electrophoresis, 

6immunoassay and enzymatic method.  The task of 
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ABSTRACT
Diabetes is considered as one of the most common metabolic disorder. It has challenged in terms of diagnosis, 
monitoring and management in the patients with type-2 diabetes. Glycosylated Hemoglobin (HbA1c) has 
recently been validated for the diagnosis diabetes in non-fasting condition, long term blood glycose monitoring 
and also predicting its complications in the patients. National Glycohemoglobin Standardization Program and 
International Federation of Clinical chemistry have been collaborating for the harmonization of HbA1c 
methods and directing the laboratories to maintain strict quality goals. However, standardization of various 
HbA1c methods being used worldwide still needs consideration especially in diabetic patients having 
hemoglobin variants.  The main objectives are to review HbA1c methods and address challenges in its 
measurement methodology for the patients with diabetes mellitus having hemoglobin variants or chemically 
modified derivatives. Thus, to provide guidance to the clinical pathologist for selection of appropriate method 
for their laboratories. 
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Introduction
Glycosylated Hemoglobin A1c (HbA1c) measures the 
average level of blood glucose which is attached to 
hemoglobin over the past 2 to 3 months.  

1
 The 

hemoglobin is of two types, the non-glycated Hb 
which is the abundant part i.e 95-98%, and the 
glycated Hb i.e HbA1a1, HbA1a2, HbA1b and or 
HbA1c. HbA1c makes about 80% of glycated Hb. It is 
produced by non-enzymatic addition of glucose to 
the N-terminal valine of the haemoglobin β-chain. 
The formation takes place in two steps with initial 
formation of unstable Schiff base followed by 

2 rearranged stable ketoamine. American Diabetes 
Association (ADA) included HbA1c level of > 6.5 % as 
a diagnostic criterion for diabetes mellitus and 
recommended for monitoring of average blood 

1glucose for the patiets.  Later the WHO also 

183



standardization of HbA1C assays was carried out by 
National Glycohemoglobin Standardization Program 
(NGSP) following the Diabetes Complications and 

7 
Control Trial (DCCT) trial. The central primary 
reference laboratory in NGSP still uses the in-house 
ion-exchange HPLC method that was used by the 
reference laboratory in the DCCT. NGSP emerged as 
the first program to carry out the standardization 
that led to better accuracy and precision of various 
assays. However, the variability persisted. To ensure 
an even better standardization of different methods, 
NGSP recently narrowed down the criteria of 

8
acceptable performance from 6% to 5% in 2019.  
Haemoglobinopathies are common, autosomal 
recessive disorder worldwide and carry an abnormal 
α and β chains of  haemoglobin genes. The Hb 
variants are more prevalent in Africa and some areas 
of the Mediterranean, Middle East, and Southeast 

9
Asia.  There are four common Hb variants that have 
been identified include hemoglobin S (HbS), 
hemoglobin E (HbE), hemoglobin C (HbC), and 
hemoglobin D (HbD). A survey in 2002 in Karachi, 
Pakistan, showed that beta thalassemia major, beta 
thalassemia trait, sickle cell disease, hemoglobin D 
Punjab , hemoglobin C and hereditary persistence of 
fetal hemoglobin constituted 20.6%, 13%, 5.1%, 
0.76%, 0.32% and 0.22% respectively in our clinical 

10 setting.  About 5% of Pakistani papulation are 
carriers of beta thalassemia. Hb 1Ac level may be low 

 11in normoglycemic subjects with the hemoglobin E.  
Hb variants may interfere in the analysis of HBA1c, 
depending on the method used and may be 
misinterpreted the results in the diabetic patients. 
Moreover, many patients are misclassified due to 
wrong HbA1c value due to Hb variants/chemically 
modified derivatives by using immunoassay 
methods. Thus, HPLC and capillary electrophoresis 
methods are recommended for accurate 
measurement of HbA1c results in clinical practice. 
Analytical Methods of Glycated Hemoglobin
Several analytical methods are used for HbA1c 
measurement in the patients with diabetes in the 
clinical laboratories which include enzymatic assay, 
immunoassay, boronate affinity assay, capillary 
electrophoresis and high-performance liquid 
chromatography. However, IFCC recommend two 
methods of HbA1c analysis in the clinical chemistry 
laboratory based on separation and chemical 
m e a s u re m e n t s  p r i n c i p l e ;  i o n  exc h a n g e  

chromatography and capillary electrophoresis. The 
chemical method utilizes the reaction with the 
glycated N-terminal valine of the beta chain for 
HbA1c measurement by using the photometric 
method. A summary of these methods advantages 
and disadvantages of are briefly given in Table 1.
High Performance Liquid Chromatography (HPLC)
Ion-Exchange Chromatography 
The separation takes place on the basis of charge. 
The sample is passed through a column of resin 
containing oppositely charged particles as that of the 
analyte. The buffers of different ionic strength are 
used to elute the hemoglobin species, whose 

11
absorbance are measured spectrophotometrically.
The instruments based on this principal are generally 
robust, with better through put and quality. The 
ability to identify various Hb variants is also an 
advantage to know its effects on Hb A1c 

12 measurements. Ion-exchange HPLC assays are 
currently the second most common type of HbA1c 
method used in the clinical laboratory according to 

13
statistics from the CAP proficiency testing program.
The problem is that different instruments have 
different resolving power even though being 
obtained from the same vendor. The challenge with 
decreased chromatographic resolution, is the 
increased risk of interference from the Schiff base, 
carbamylated Hb, or Hb variants, which may co elute 
with the peaks of interest and cause an erroneous 
HbA1c result. This method also requires a dedicated 
instrument and expert technicians which may not be 

 14
feasible in the clinical laboratories.
Boronate Affinity Chromatography
This is the method which pertains to the structure of 
the analyte and detects the cis-diol groups of glucose 

15 
bound to the Hb. The non-glycated Hb elutes from 
the gel containing boronic acid leaving behind the 
glycated component. Which is later displaced by the 
sorbitol as driven by the pH of buffer and the 
hydrophobic interactions.
The analytical performance is dependent on the 
quality of the column being used. If a robust column 
is being used it can perform as good as an IEC. Since 
the detection is based on the structure and not on 
the charge it is immune to most of the non-glucose 

16,17 adducts and the Hb variants. This inability to 
detect Hb variants may actually affect the 

18
interpretation of the results in some cases.  It 
measures the total glycated Hb which can give false 

 19results in certain cases.
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Capillary Electrophoresis (CE) 
Capillary electrophoresis is a method of HbA1C 
analysis that separates different types of Hb peaks 
based on ion charge /physical properties in the 
chromatogram. The separation of Hb takes under the 
net effect of electromotive and electroosmotic force 
under applied voltage. HbA1c has an additional peak 
separated from Hb A0 due to loss of one positive 
charge amino group from HbA1c by the attachment 

 20of the glucose moiety.  The common Hb variants 
that usually interfere have little to no interference in 

21 this method. It also has high resolving power 

between the different Hb peeks. HbA1c peek can 
easily be differentiated with Hb variants (Figure- ). 1
Because the reproducibility is well within the criteria 
set by the IFCC, bias and interference are well within 
the criteria set by the NGSP, and robustness is 
demonstrated over a longer period in patients whole 
blood samples, capillary electrophoresis method is 
recommended for diagnosis and monitoring of 
patients with diabetes mellitus.  Nowadays 
instruments are available with automation and high 
through analysis due to multiple capillary option in 
the instruments.

Fig 1. Chromatogram of HbA1c determination on CE of Hb variants' samples. (a) A2A: Normal; (b) β-thalassemia 
trait; (c) Homozygous HbE;
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Immunoassays 
This method uses antibodies that specifically bind to 
the glycated amino terminus of the Hb β chains. 
Commercially available methods use antibody-
mediated turbidimetric inhibition immunoassay for 
measurement of HbA1c in blood. HbA1c is expressed 
as a percent after Hb is measured photometrically 

22 
and the ratio HbA1c/Hb is determined. It can be 
performed on automatic chemistry analyzers. The 
earlier first-generation assays had antibodies with 
lower specificity resulting in interference of the Hb 
variants which may cause misleading Hb A1c values 
for patients with Hb variants (ie, HbSS, HbCC, HbSC, 

23or HbS β-thalassemia).  Detection of Hb variants 
remained a challenging task in south east countries, 
where thalassemia is a common disease. This results 
in underestimation through immunoassay analyzers 
with subsequent lower detection of diabetic 

 24 
patients. The method also does not recognize the 
adducts that may occur in uremia, high dose of 

 2 5 - 2 7aspirin and alcohol.  However, the new 
immunoassays have improved specificity. Analysis of 
HbA1c on the point of care instrument are not 
standardized with IFCC and NGS for most the devices. 
The results may be the normoglycemic range at 
immunoassay in the diabetic patients and reduction 
in follow up for diabetes prevention. We do not 
recommend the POC device for diagnosis and 
monitoring of the diabetic patients.
Enzymatic Method
Fructosyl valine oxidase acts on the glycated valine in 
the Hb. Hydrogen peroxide is formed that reacts with 
a chromogen giving a color. It becomes proportional 
to the amount of glycated Hb. Total as well as 

28
glycated Hb are measured photometrically.  This, 
can be done on routine chemistry analyzers. 
However, the separate measurement of total and 
glycated Hb may decrease the analytical quality of 
the test. Since the method involves two steps, it is 
not very cost effective. Its inability to detect the Hb 
variants makes it a lesser option in our part of the 
world due to the high prevalence of various Hb 
variants. Newer methods are being developed called 
the direct enzymatic assays that may prove to be 

29
useful in future.
Effect of Hemoglobin Variants on Measurement of 
HbA1c 
Haemoglobinopathies and various biological factors 
can affect the accuracy of HbA1c measurements 

depending upon the type of method used as shown 
in Table 1. All methods have their limitations. Most 
often, reporting of analytically inaccurate results can 
be avoided if the consumer follows carefully the 
instructions of the manufacturer.
The concept of glycated Hb is vital to understand in 
order to avoid interferences in the method. It is the 
molecule formed after the non-enzymatic glycation 
of the valine amino acid at the N terminal of the beta 
chain of the Hb represented as HbA1c. Total glycated 
Hb include glucose being attached to alpha chain 
amino group of lysine residue as well. Out of the 
methods discussed the boronate affinity measure 
the total glycated Hb not HbA1c. Since the Hb 
variants such as Hb S, Hb D, Hb E and Hb C involve 
substitution of amino acids at different positions, 
they may affect the immunoassay-based methods. 
They also alter the total charge on the molecule and 
may cause interference in the ion exchange 
chromatography.
The patients with hemoglobin variants affect the 
result by causing falsely high or low levels depending 
on the method being used. Patients with Hb SS, Hb 
CC, and Hb SC should be interpreted with caution 
due to the effect of anemia and altered cell life 

30
span.  The presence of Hb F has been observed to co 
elutes with other peaks. However, the current ion 
exchange chromatography can separate the two 
peaks. Understanding this concept of HbA1c is vital 
to understand the interpretation of the 

15chromatograms.
In a study the effect of Hemoglobin variants on four 
methods were observed. It was identified that the 
Hb F had significant interference at concentration of 
5%,10-15%,15% and 30% by TINIA, capillary 
electrophoresis, Boronate affinity and Ion exchange 
HPLC respectively. The Hb E was however easily 
picked up by capillary electrophoresis as compared 

31to HPLC.
Another study compared the results of HbA1c of 
p a t i e n t s ,  w h i c h  s c re e n e d  n e ga t i v e  fo r  
haemoglobinopathies on HPLC and Capillary 
electrophoresis-based instruments. The results 
showed significant correlation (R2 = 0.99, P <0.0001). 
However, the analysis of patients with known HbS 
variant showed underestimation of HbA1c by HPLC 
compared to capillary electrophoresis. Similar 
results were seen with a patient with HbD variant. It 
was however successfully detected by capillary 
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32electrophoresis.
In another study good correlation existed between 
the results of HPLC and capillary electrophoresis (r 
=0.935). Precision study had a total CV of 1.22 % and 
1.15 % by HPLC and capillary electrophoresis 
respectively in the diabetics patients. Similarly 
considering the threshold values of Icterus, Hb F, 
labile Hb and carbamylated Hb on the two methods 
showed Capillary electrophoresis, to be a better 

33 choice. A recent study compared results between 
HPLC and immunoassay of HbA1c revealed not good 
correlation (r: 0.368), with a mean bias of -

34 0.50±1.62% (-5.5±17.7mmol/mol). The NGSP 
evaluates the effects of Hb variants and periodically 
updates on the web site. It should be consulted, to be 
well aware for certain interferences before dishing 

21out the results.  
Effect of Chemically Modified Derivatives on 
measurement of HbA1c 
Carbamylated hemoglobin is formed in patients of 
chronic kidney disease. It is due to high urea that 
results in increased binding of isocyanic acid to the 
molecule. Labile fraction is formed at early stages of 
glycation process and depends on the blood glucose 

35concentration.  There is incomplete separation 
between carbamylated hemoglobin and HBA1c in 
HPLC. HbA1C is not a reliable indicator of glycemic 

 control in patients of end stage renal disease.Levels 
of carbamylated hemoglobin may be upto 2% of total 

 36 
Hb in uremic patients Glycated albumin is a better 
option in such cases. The effect of carbamylated and 
the labile fraction on the result also varies with the 
method at hand. It was observed, that an in vitro 
exposure of sample to potassium cyanate resulted in 
increase of HbA1c from 5.2 to 5.9 % on Ion-exchange 
chromatography. But had no effect on results by 
capillary electrophoresis.  A study showed that 
increase in labile fraction of more than 4% and 
carbamylated Hb of more than 2% resulted in 
decrease of Hb HbA1c results by ion- exchange 

37, 38chromatography.
Several other conditions including blood transfusion, 

39
hemorrhage, anemia affect HbA1c measurements.  
Iron deficiency is one of the major causes of anemia 

40 
which affects the HbA1C levels. Increased cell 
survival also tends to increase the HbA1c levels such 
as in iron, folate and VitB12 deficiency anemia. The 
exact cause of this is still unclear. It is postulated that 
decreased production of reticulocytes is balanced by 

decreased destruction of red blood cells. Thus, 
40

ensuing maintenance of total RBC population.  On 
the other hand the conditions that lead to decreased 

41-43 cell survival results in lower values of HbA1c. The 
effect of common interferences in the have been 

 
discussed in table 2.

Conclusion
In conclusion, the selection of the HbA1c method 
require technical expertise for diagnosis of diabetes 
in the patients having haemoglobin variants or 
chemically modified derivatives. Familiarity with 
optimum specificity, sensitivity, interferences and 
limitation of HBA1c assays are essential for diagnosis 
and monitoring of average blood glucose in the 
patients with diabetes. HPLC assay has relatively 
decreased chromatographic resolution with 
increased risk of interference from the Schiff base 
and Hb variants, which may co elute with the peaks 
of interest. Capillary electrophoresis seems to be the 
recommended method with minimum interference 
and better resolution especially for countries where 
haemoglobin variants are more prevalent.

REFERENCES
1. American Diabetes Association. Standards of medical care 

in diabetes. Diabetes Care. 2020; 43: S1-11. 
2. Rhea J, Ross M. Pathology Consultation on HbA1c Methods 

and Interferences. AJCP. 2014; 141: 1
3. Finke A, Kobold U, Hoelzel W, Weycamp C, Jeppsson JO, 

Challenges in HbA1c Measurement for Patients having Hb VariantsLife & Science 2021 Vol. 2, No. 4

187



Miedema K, et al. Preparation of a candidate primary 
reference material for the international standardization of 
HbA1c determinations. Clin Chem Lab Med. 1998; 36: 299-
308.

4. Hoelzel W, Weykamp C, Jeppsson JO, Miedema K, Barr JR, 
Goodall I, et al. IFCC Working Group on HbA1c 
Standardization. IFCC reference system for measurement of 
hemoglobin A1c in human blood and the national 
standardization schemes in the United States, Japan, and 
Sweden: a method-comparison study. Clin Chem. 2004; 50: 
166-74.

5. Jeppsson JO, Kobold U, Barr J, Finke A, Hoelzel W, Hoshino T, 
et al. International Federation of Clinical Chemistry and 
Laboratory Medicine (IFCC). Approved IFCC reference 
method for the measurement of HbA1c in human blood. 
Clin Chem Lab Med. 2002; 40: 78-89.

6. Weykamp C. HbA1c: A review of analytical and clinical 
aspects. Ann. Lab. Med. 2013; 33: 393–400.

7. Little RR, Rohlfing CL, Wiedmeyer HM, Myers GL, Sacks DB, 
Goldstein DE, et al. NGSP Steering Committee. The national 
glycohemoglobin standardization program: a five-year 
progress report. Clin Chem. 2001; 47: 1985-92.

8. Little RR, Rohlfing C, Sacks DB. The National 
Glycohemoglobin Standardization Program: Over 20 Years 
of Improving Hemoglobin A1c Measurement. Clin Chem. 
2019; 65: 839–48.

9. Williams TN, Weatherall DJ. World distribution, population 
genetics, and health burden of the hemoglobinopathies. 
Cold Spring Harb. Perspect. Med. 2012; 2: a011692.

10. Ghani R, Manji MA, Ahmed N. Hemoglobinopathies among 
five major ethnic groups in Karachi, Pakistan. Southeast 
Asian J Trop Med Public Health. 2002; 33: 855-61. 

11. Pratumvinit B, Reesukumal K, Hanyongyuth S, 
Wangchaijaroenkit S, Pooliam J, Kost GJ, et al. Hemoglobin 
A1c levels are slightly but significantly lower in 
normoglycemic subjects with the hemoglobin E phenotype. 
Ann. Lab. Med. 2019; 39: 209–13.

12. Joutovsky A, Nesic HJ, Nardi M. HPLC Retention Time as a 
Diagnostic  Tool  for Hemoglobin Variants and 
Hemoglobinopathies: A Study of 60 000 Samples in a 
Clinical Diagnostic Laboratory. Clin Chem. 2004; 50: 1736-
47.

13. Weykamp C, John WG, Mosca A. A review of the challenge in 
measuring hemoglobin A1c. J Diabetes Sci Technol. 2009; 3: 
439-45.

14. Molinaro RJ. Targeting HbA1c: standardization and clinical 
laboratory measurement. MLO Med Lab Obs. 2008; 40: 10-
9.

15. Weykamp C. HbA1c: a review of analytical and clinical 
aspects. Ann Lab Med. 2013; 33: 393-400. 

16. Little RR, Roberts WL. A review of variant hemoglobins 
interfering with hemoglobin A1c measurement. J Diabetes 
Sci Technol. 2009; 3: 446-51.

17. Roberts WL, De BK, Brown D, Hanbury CM, Hoyer JD, John 
WG, et al. Effects of hemoglobin C and S traits on eight 
glycohemoglobin methods. Clin Chem. 2002; 48: 383-5.

18. De B, Brown D, Hanbury M, Hoyer J, John G, Lambert T, et al. 
Effects of hemoglobin C and S traits on glycohemogobin 
measurements by six methods. Clin Chem. 2001; 46: 18.

19. Roberts W. Hemoglobin Constant Spring Can Interfere with 

Glycated Hemoglobin Measurements by Boronate Affinity 
Chromatography. Clin Chem. 2007; 53: 142-143.

20. Mitchai M, Suwansaksri N, Seanseeha S, Saenboonsiri J, 
Kraitree P, Piyapromdee J, et al. Misleading HbA1c 
Measurement in Diabetic Patients with Hemoglobin 
Variants. Med. Sci. 2021: 9: 43-8.   

21. Roberts W, Pour S, De B, Rohlfing C, Weykamp C, Little R. 
Effects of Hemoglobin C and S Traits on Glycohemoglobin 
Measurements by Eleven Methods. Clin Chem. 2005; 51: 
776-8.

22. Gupta S, Jain U, Chauhan N. Laboratory Diagnosis of HbA1c: 
A Review. J Nanomed Res. 2017; 5: 00120. 

23. NGSP. HbA1c and estimated average glucose (eAG). 
Website:[www.ngsp,org/A1ceAG.asp] Accessed on 
November 11, 2013.

24. John WG, Gray MR, Bates DL, Beacham JL. Enzyme 
immunoassay--a new technique for estimating 
haemoglobin A1c. Clin Chem. 1993; 39: 663-66.

25. Rhea JM, Koch D, Ritchie J, Singh HV, Young AN, Burgess T, et 
al. Unintended reporting of misleading Hb A(1c) values 
when using assays incapable of detecting hemoglobin 
variants. Arch Pathol Lab Med. 2013; 137: 1788-91.

26. Chang J, Hoke C, Ettinger B, Penerian G. Evaluation and 
interference study of haemoglobin A1c measured by 
turbidimetric inhibition immunoassay. Am J Clin Pathol. 
1998; 109: 274–8.

27. Rose A, Tongate C, Valdes R. A Hemoglobin A1c 
Immunoassay Method Not Affected By Carbamylated 
Hemoglobin. Ann Clin Lab Sci. 1995; 25: 13-9.

28. Weykamp C, Penders T, Siebelder C, Muskiet, F, Slik VDW. 
Interference of Carbamylated and Acetylated Hemoglobins 
in Assays of Glycohemoglobin by HPLC, Electrophoresis, 
Affinity Chromatography, and Enzyme Immunoassay. Clin 
Chem. 1993; 39: 138-42.

29. Stevens V, Fantl W, Newman C, Sims R, Cerami A, Peterson C, 
et al. Acetaldehyde Adducts with Hemoglobin. J Clin Invest. 
1981; 67: 361-9.

30. Sakurabayashi I, Watano T, Yonehara S, Ishimaru K, Hirai K, 
Komori T, et al. New Enzymatic Assay for Glycohemoglobin. 
Clin Chem. 2003; 49: 269-74.

31. Ogawa N, Kimura T, Umehara F, Katayama Y, Nagai G, Suzuki 
K, et al. Creation of haemoglobin A1c direct oxidase from 
fructosyl peptide oxidase by combined structure-based site 
specific mutagenesis and random mutagenesis. Sci Rep. 
2019; 9: 942.

32. Ng JM, Cooke M, Bhandari S, Atkin SL, Kilpatrick ES. The 
effect of iron and erythropoietin treatment on the A1C of 
patients with diabetes and chronic kidney disease. Diabetes 
Care. 2010; 33: 2310-13. 

33. Wu X, Chao Y, Wan Z, Wang Y, Ma Y, Ke P, et al. A comparative 
evaluation of the analytical performances of Capillarys 2 
Flex Piercing, Tosoh HLC-723 G8, Premier Hb9210, and 
Roche Cobas c501 Tina-quant Gen 2analyzers for HbA(1c) 
determination. Biochem Med (Zagreb). 2016; 26: 353-64.

34. Dessi M, Pieri M, Pignalosa S, Martino FG, Zenobi R. 
Performances of capillary electrophoresis and HPLC 
methods in HbA1c determination: diagnostic  accuracy in 
HbS and HbD-Iran variants' presence. J Clin Lab Anal. 2015; 
29: 57-60. 

35. Warade J. Comparison of glycated hempglobin with HPLC 

Challenges in HbA1c Measurement for Patients having Hb VariantsLife & Science 2021 Vol. 2, No. 4

188



and capillary electrophoresis. Int J Res Med Sci. 2017; 5: 
1976. 

36. Vargas MG, Gomez BJP, Lorenti FEV, Condo GMÁ, Neira EIR, 
Veron D, et al. Assessment of two glycated hemoglobin 
immunoassays. Endocrinol Diabetes Nutr. 2020; 67: 297-
303.

37. Szymezak J, Lavalard E, Martin M, Leroy N, Gillery P. 
Carbamylated hemoglobin remains a critical issue in 
HbA1cmeasurements. Clin Chem Lab Med. 2009; 47: 
612–3. 

38. Scott MG, Hoffmann JW, Meltzer VN, Siegfried BA, Chan 
KM. Effects of azotemia on results of the boronate-agarose 
affinity and ion-exchange methods for glycated 
hemoglobin. Clin Chem. 1984; 30: 896-8.

39. Pommerich DRC, Kirchner S, Weigel C, Eichhorn L, Conrad R, 
Wagner SB, et al. Impact of carbamylation on three 

different methods, HPLC, capillary electrophoresis and 
TINIA of measuring HbA1c levels in patients with kidney 
disease. Diabetes Res Clin Pract. 2015; 108: 15–22. 

40. Desmons A, Jaisson S, Leroy N, Gillery P, Guillard E. Labile 
glycatedhaemoglobin and carbamylated haemoglobin are 
still critical points for HbA(1c)measurement. 2017; 27: 378-
86.

41. Higgins JM, Mahadevan L. Physiological and pathological 
population dynamics of circulating human red blood cells. 
Proc Natl Acad Sci USA. 2010; 107: 20587–92.

42. Guo W, Zhou Q, Jia Y, Xu J. Increased Levels of Glycated 
Hemoglobin A1c and Iron Deficiency Anemia: A Review. 
Med Sci Monit. 2019; 25: 8371-8. 

43. Panzer S, Kronik G, Lechner K, Bettelheim P, Neumann E, 
Dudczak R. Glycosylated hemoglobins (GHb): an index of 
red cell survival. Blood. 1982; 59: 1348-50.

Challenges in HbA1c Measurement for Patients having Hb VariantsLife & Science 2021 Vol. 2, No. 4

189


	Page 54
	Page 55
	Page 56
	Page 57
	Page 58
	Page 59
	Page 60

